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^ The slotted line is the traditional 
workhorse of the microwave measure¬ 
ment industry. It can be used to meas¬ 
ure a great number of parameters, over 
an extremely broad band of frequencies 
and with good accuracy. The slotted 
line has its own internal impedance 
reference, an accurately constructed 
coaxial line, which is essentially free 
from aging effects. It is used to measure 
V8WR, reflection coefficients, transmis¬ 
sion coefficients, impedance, and ad¬ 
mittance (resistance, inductance, and 
capacitance) of both passive and active 
networks (diodes, tubes, transistors); 
electrical length of two-ports; phase 
delay; insertion loss or attenuation of 
networks, cables for example; and die¬ 
lectric constants of materials. It can 

* R. H. Behle. L. J. Smith. **Studie« of Cokl-Te«t Proco- 
f durc« Uaod in th« Development of the L>4001 Croeeed 
Field AmpUfier." BTL Internal Report. No M.M-A3.2843.7. 
p 9; Bell Telephone Labormtoriee. Laureldale, Pa. 


also be used as a precision phase shifter 
and as a w'averaeter. 

The slotted line can also be employed 
for accurate sweep-frequency measure¬ 
ments of vswR*, performing the function 
of a reflectometer over a >vide frequency 
range. 

GR manufactures two slotted lines, 
one based on the GR874 connector, the 
other on the GR900 precision connector. 
The GR874 line, while not so accurate 
as the precision type, is satisfactory 
for most everyday measurements, and 
thousands are now in use throughout 
the world. It is particularly well suited 
to the student laboratory, where its 
modest price is a boon to the budget. 

The GR874 Slotted Line has recently 
been redesigned to reduce the residual 
vsw’R, to increase the high-frequency 
range, and to improve the constancy of 
probe coupling. The model number has 
been changed to Type 874-LBB. Over 
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theon. He is a member 
of IEEE, Sigma Xi, 
Signm Pi Sigma, and a member of the 
Precision Connector Subcommittee of lEEIE 
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in 1963 and is Section Leader in the Micro¬ 
wave Group. 


the past several years many mechanical 
improvements have also been incor¬ 
porated, and, recently, an externally 
adjustable probe tuner has been offered 
as an accessory. The improved locking 
connector, Type 874-BBL, is used at 
both ends of the slotted line. 

These improvements result in an 
extremely versatile instrument with 
more than adequate performance for a 
general-purpose line. This line can be 
converted to use any of the popular uo 
connectors in a matter of seconds, 
through a Type 874-Q Iow-vswr adap¬ 
tor. These adaptors are available, both 
plug and jack types, for Types bxc, c, 
HN, LC, LT, Microdot, N, OSM, sc, TNC, 


line, GR900, and Amphenol 
7-mm Precision Connectors. ^ 

Performance 

The vswR of the line has been re¬ 
duced. The VSWR specification (Figure 
1) applies with either end of the line as 
the source end. A series of representa¬ 
tive residual vsw'r’s of the line equip¬ 
ped with adaptors to other popular con¬ 
nectors is shown in Figures 2, 3, and 4. 

The frequency range, formerly cover¬ 
ing up to 5 GHz, now' extends to 8.5 
GHz. The low-frequency limit is not 
fixed at 300 MHz; it can be extended 
dowTiw'ard, typically to 150 MHz, by 
the use of air lines and the appropriate 
probe tuner. 

Recommended Accessories 

A convenient power source for slot- 
ted-line measurements is one of the GR 
Unit oscillators, which are available in 
several models and offer a wide choice^^ 
of frequency range and pow'er supply. ' 
The detector can be a conventional 
standing-w'ave indicator or one of the 
GR Type DXT Heterodyne Detectors. 

Probe tuning can be accomplished 
with the Type 900-DP Probe Tuner or, 
if the convenience of external probe- 
depth adjustment is not needed, with a 
Type 874-D20L or -D50L Stub. 



A compiftfe measuring assem¬ 
bly, consisting of the im¬ 
proved slotted line, o Unit 
high-frequency oscillator with 
power supply, and o Type 
DNT Detector. 
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Figwr* 1. Typ* 874-lBB 
VSWR. 






Figwrt 3. 




Figurt 4. 


S 


Figurtt 2, 3 and 4. Rapratantofiva rttidwal 
VSWR of lh« Typo 874<LBB oguippod with 
odapfort to other cooxlol connector typos. 


Other useful accessories: the Type 
874-LV Micrometer Vernier, which 
allows a precise adjustment of probe- 
carriage position and is particularly 
useful in the width-of-minimum method 
of VSWR measurement and in electrical 
^ength measurements; the Type 874- 
ML Component Mount for measure¬ 
ments on lumped elements. 


Last, but by no means least in im¬ 
portance, are the Type 874-Q Adaptors 
mentioned above*. With the Type 
874-LBB Slotted Line and a complete 
set of these adaptors, the equivalent of 
23 slotted lines can be obtained at a 
total price of $771.25. 

J. ZORZY 

* 8«e the GR oaulog or ask for a completa lisUni. 
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SPECIFICATIONS 


ChorocttrUtic lfnp«donc«: 50 U ^0.5%. 

Probe Trovel: 50 cm. Scale in centimetere; 
each division is 1 mm. 

Scale Accuracy: ±(0.1 mm O.OS^r). 

Frequency Range: «*)00 MUz to 8.5 GHz (usable 
to 0 GHz). At 300 .MHz, the slotted line covers 
a half wavelength. Operation below .'100 MHz 
is po^ble by use of lengths of Type 874 
Air Unes. 

Constancy of Probe Pickup: ±1.25%. 

Residual VSWR: Less than 1.01 -f 0.0010 pan* 
to 7.5 GHz; less than 1.10 from 7.5 to 8.5 
GHz; see also Figure 1. 

Accessories Supplied: Storage box, rf probe, and 
2 microwave diodes. 


Accessories Required: Type 000-DP PrOi.. 
Tuner, recommended, or Adjustable Stub 
(Type 874-D20L) for tuning the cr>’8tal 
rectifier when audio-frequency detector or 
microammeter is used; suitable detector and 
nnerator; one each. Type 874-R22LA and 
Type 874-R22A Patch Cords, for generator and 
detector connections (patch cords are supplied 
with Type D\T Detector and GR unit 
oscillators). 

Dimonsions: Width 26, height 4^, depth 3H in 
(660, 115, 89 mm). 

Not Woight: 8H lb (3.0 kg). 

Shipping Woight: 23 lb (10.5 kg). 


Catalog 

Number 

Description 

Price 
in USA 

0874.9651 

Typ* 874.1BB Slotttd Lina 

$395.00 

0874.9652 

Type 874-LV Micrometer Vernier 

41.00 

0874.9511 

Type 874-D20L Adiuttable Stub 

20.00 

0900.9654 

Type 900-DP Probe Tuner 

75.00 



The Type 900-TUB Tuner, for the 
0.25- to 2.5-GHz frequency range, 
complements the previously announced 
Type DOO-TUA Tuner*, which covers 
the 1- to 8.5-GHz frequency range. 
The two tuners are similar in design and 
construction and, in addition to their 
wide bandwidths, have the following 
desirable features: 

1. A unique neutral position, from 
which rapid convergence to match can 
always be achieved 

2. A fineness of control, so that 
vsw'R*8 as low' as 1.0002 can be tuned 
out with ease 


IMPEDANCE-MATCHING TUNERS 
FOR PRECISION 
COAXIAL-MEASURINC" 
^ SYSTEMS 


3. Stability — when a residual stand¬ 
ing-wave ratio is tuned out, it stays 
tuned out; if the setting is changed, the 
original tuning is duplicated when the 
original setting is restored; if the con¬ 
nection betw'een line and tuner is 
broken and then restored, the tuning is 
unchanged. 

Each tuner has three tuning screws. 

In operation, two of the three screws 
are adjusted for match (w’hich tw'o 
depends on the frequency), while the 
unused screw is set to the neutral posi-^ 

i**C<MudAl Tunor with Neutrml Settinc.** Otntral Radio 
SxptrimonUr, January 1065. 
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^ Figur* 1. VSWR 
mofching rong* of 
fho Typot 900.TUB 
ond -TUA Tunort. 
SpocificoHont and 
doto shewn oro un> 
dor tho most rostric- 
tivo photo condifiont 
of tho rofloction to 
bo motchod out. 


lion. Each screw has a scale, with 
vernier, and can be locked at any 
setting. 

The VSWR matching ranges of the 
Types 1)00-TUB and -TUA Tuners (see 
Figure 1), while they are high enough 
for most applications, have been kept 
sufficiently low that extremely fine 
matches can be achieved with ease and 
speed. 

APPLICATIONS 

^ Matching to a Standard of Impedance 

With the GR900 Tuners one can 
reduce the residual reflections intro¬ 
duced into a coaxial system by termina¬ 
tions, measuring instruments (such as 
slotted lines, rf bridges and directional 
couplers), adaptors between line sizes, 
and connectors. These residual reflec¬ 
tions must always be considered with 
respect to some standard of impe<lance. 
The standard may be part of a meas¬ 
uring instrument, it may be a termina¬ 


tion, or it may be a section of precision 
air line. The tuner is used, therefore, 
to match the impedance of the device 
in question to that of the standard. 

The Measuring Instrument as an Impedance 
Standard 

The Type UOO-LB Precision Slotted 
Line is an excellent impedance stand¬ 
ard. It covers the 0.3- to 8.5-GHz 
frequency range, and, at 2 GHz, for 
example, the residual impedance error 
(expressed in vswr) is less than 1.003. 
If a composite termination consisting 
of a Type IK)0-VV.50 Standard Termina¬ 
tion and a Type 900-TUA or -TUB 
Tuner is assembled, as shown in Figure 
2, and the tuner is adjusted^so that the 
amplitude of the standing-wave pattern 
observed on the slotted line is reduced 
to zero, then the residual vswr of the 
composite termination is made equal to 
the residual vswr of the slotted line. 
The improvement in vswr can be as 

I 

Figure 2. Compoiile ferminofion consisting of o 
Typo 900*TUB Tuner ond o Type 900>W50 Termi* 

nation, otfoched to a meosuring instrument. 
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U_ COMPOSITE _j 

MCASUPlNC INSTRUMENT ~ 


MEASURING 


STANDARO 

INSTRUMENT 


TERMINATION 


r w-w^ 

FIgurs. 3. Sfandord termination ottoched to o com* 
potite measuring initrument. 


much as five-fold over the direct resid¬ 
ual V8WR of the termination alone. 

Termination as an Impedance Standard 

A well-matched termination, such as 
the Typk IKKI-WoO Standard Termina¬ 
tion or, even better, the composite 
termination described above, can also 
be used as an impedance standard. For 
example, if the measuring instrument 
is a directional coupler or a hybrid junc¬ 
tion, the instrument residual may be 
much greater than that of an available 
standard termination. In these cases 
a composite measuring instrument, con¬ 
sisting of the basic measuring instru¬ 
ment and a Type 900-TUA or -TUB 
Tuner, can be formed, as shown in 
Figure 3, and the tuner adjusted so that 
a null is observed with the measuring 
instrument. The residual vswn of the 
composite instrument is thus made 
equal to that of the standard termina¬ 
tion. 

Air Line as an Impedance Standard 

The most accurate impedance stand¬ 
ard is the characteristic impedance of a 
section of precision air-dielectric coaxial 
line, such as a Type '.KK)-LZ Ueference 
Air Line. The residual vswk of these 


air lines at 2 GHz is less than 1.0009. 
Both a composite measuring instrument 
and a composite termination, as shown 
in Figure 4, can be independently and 
simultaneously matched to the char¬ 
acteristic impedance of the air-line 
standard, at frequencies where the air¬ 
line length Ls an odd multiple of a 
quart>er wavelength*. The matching is 
accomplished by alternate adjustment 
of the tuners, I and II, until no reflec¬ 
tion is observed by the measuring 
instrument (1) when the composite 
termination is connected through the 
air-line standard to the composite 
measuring instrument and (2) when the 
composite termination is connected 
directly to the composite measuring 
instrument (that is, with the air line out 
of the system). 

Simplifying Substitution Measurements 

Substitution techniques, such as 
tho.se described by Sanderson* and 
Zorzy^, are used to obtain accurate 
measurements of small reflections in the 
presence of comparable residual reflec- 

■ MocKeoiie. Tbonuu E., **8ome T«chiuquet and Their 
Limiutiona ma ReUtml to the MeMurementa of Sranll 
Reflections in Precision Coaxial Transtnisston Lines,*' 
t»resented at the 19flA Conference on Precision Electro- 
mimetic Measurements, June 21-24, MBS, Boulder. 
Colorado. (Publication scheduled in the IS EE Tranwae- 
tioms on fnMru$itentation and MtOMuremtnt, December 
1006.) 

* Sanderson, A, E., "A New Hbch-Precision Method for 
the Measurement of the VSWR of Coaxial Connectors." 
IRS TrafuadionM on .Uicroworc Thtory and TteAniquet, 
Vol MTT-0, No 6. November, 1901. p 624-528. 

• Zorxy, J., "Precise Imixylance .Measurements unth 
Emphasis on Connector VsWR .Moiuurements," 18th 
.\nnual IS.4 Conference and Exhibit, ChicoRO. Preprint 
No 47.4.03, 19^. (.Available os Cieneral Radio Reprint 
No B20.) 


COMPOSITE 

MEASURING INSTRUMENT 


_ COMPOSITE 

termination' 


MEASURING 


REFERENCE 


INSTRUSSCNT 


AIR UNE 



-| tuner li I 




Figure 4. Setup for matching composite meoturing instrument and composite termi¬ 
nation to the chorocteristic impedonce of on oir-iine stondord. 
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^^ions in the measuring systems. In these 
cechniques, two measurements are re¬ 
quired, and the desired quantity is 
dependent on the vector difference of 
the two measured quantities. 

When an impedance-matching tuner 
is used to make one of the measured 
reflection coefficients equal to zero, the 
second measurement alone provides the 
answer-*. This means that it is not 
necessary for one to perform the vector 
subtraction or to plot measurements on 
a Smith Chart and to make tedious 
constructions. Also, if only the magni¬ 
tude of the answer is required, it can be 
obtained directly from just one magni¬ 
tude measurement. 

Quarter*Wavelength Substitution to 
Measure Termination 

The simplification resulting from the 
^vise of the tuner is illustrated by the 
example of the substitution technique 
that employs a quarter-wavelength 
reference air line to determine the re¬ 
flection of a termination in the presence 
of the residual reflection of the measur¬ 
ing instrument. 

Without the tuner, two measure¬ 
ments are required, one with and one 
without the reference air line in the 

•Ibid. 

*Saoderaon. A. E.. "Calibration Teehmquea for One* 
and Two-Port Dericea L'ainc Coaaial Reference Air 
IJlnee as Absolute Impe^nce Standards." /MA Annual 
ISA Conftrtnfs and Exhibit, Sew York, Reprint No. 21. 

(Available as Reprint No B21 from General 
Radio Company, West Concord. Massachusetts.) 



--—1 

Figure 5. o) Setup to meosure Pi. b) Setup to 
meoture Pt- 



Figure 6. Smith Chort construction to determine P,. 


system, as illustrated in Figure 5. (It is 
assumed that the reference air line is 
reflectionless and lossless and that the 
reflection coefficients of interest are 
small.) Thus 

ri = r»-hrt (d 

r2 = rm-hrte'^- = rm-rt (2) 

where 

Pi is the measured reflection coefficient 
without the reference air line inserted, 

Pj is the measured reflection coeffi¬ 
cient with the reference air line inserted, 

Pt is the reflection coefficient of the 
termination, and 

Poi is the residual reflection coeffi¬ 
cient of the measuring instrument. 
The termination reflection coefficient 
is given from the difference of equa¬ 
tions (1) and (2) by the vector relation 

r. = (3) 

The reflection coefficients Pi and Pj 
are plotted on the Smith Chart of 
Figure 6 with the construction required 
to obtain P*. 

Now, with the tuner forming a com¬ 
posite measuring instrument as shown 
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MEASURING I 
INSTRUMENT [ 


“ I TUNCR 


TERMINATlO»r| 




COMPOSITE _ 
MEASURING INSTRUMENT 



MEASURING 


reference 

1 1 

b 

INSTRUMENT 

f j TUNE.N f I 

AIR LINE 



h->-H 


TERMINATION | 




Figure 7. a) Setup to adjust P] 
to zero, b) Setup to measure Pa 
and to determine Pf directly. 


in Figure 7, Pi can be tuned to zero. 

Pi = Pm H- Pt = 0 (4) 

where P'm is the residual reflection 
coefficient of the composite measuring 
instrument under the condition of (4). 
With 

P 2 = Pm *”Pii (5) 

the termination reflection coefficient 
is given directly by 



S P E C I F I 


No vector subtraction, and therefore 
no constructions on the Smith Chart, 
is required. 

Similar simplifications can be realized 
in other substitution techniques 
through the application of the Types 
900-TUA and -TUB Tuners. 

— T. E. Mackenzie 

Note: A brief biograph}' of Thomas E. Mac- 
Kenzie, author of the foregoing article, ai> 
peared in the May 1966 issue of the Ezperi- 
menUr. — Editor 

: A Tl O N S 



900.TUA 

900.TUB 

Frequency Range 

1 to 8.5 GHz 

0.25 to 2.5 GHz 

Chorocteristic Impedance 

50U 

50« 

VSWR Mofehing Range 

1.00 -f 0.012/oHs 

1.00 -f- 0.05 /oHi to 1 GHz 

(warsl«co»e minimum)* 


1.05 from 1 to 2.5 GHz 

VSWR Resettabiiity 

<1.0005 -f 0.0003 /ghi 

<1.0005 -f 0.0003/oHi 

Residual VSWR (all cantralt 

<1.03 to 5 GHz 

<1.03 to 1.5 GHz 

of neutrol) 

< 1.05 from 5 to 7 GHz 


Iniertian Last 

<0.1 dB to 4 GHz 
<0.3 dB to 8.5 GHz 

<0.1 dB 

Repeatability of Cannectian 

0.05% 

0.05% 

Electricol Length 

12.0 cm 

18.5 cm 


41^ X 31^ X 1 in 
(115,88, 25 mm) 

1 lb (0.5 kg) 

6H X 45^ X 1 in 
(165, 120, 25 mm) 

Net Weight 

l^lb (0.6 kg) 

Shipping Weight 

3 lb (1.4 kg) 

4 lb (1.9 kg) 

Catolag Number 

0900-9635 

0900-9637 


* Range is wider under most conditions 


TEii-MODE RESONANCES IN PRECISION 
COAXIAL CONNECTORS 


It has been common practice to 
specify the upper frequency limit of-a 
precision coaxial system as the calcu¬ 
lated frequency at which the next higher 
mode above the TEM mode (TEu) 
could propagate in the air-dielectric 
section of the line. It has, of course. 


been recognized that this mode can 
propagate in dielectric support beads 
below this frequency, but the interac¬ 
tion between the TEM and TEn modes 
is insignificant if the effective electrical^ 
length of the bead is so short that 
TEu-mode resonance does not occur. 


10 



lET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 • (800) 899-8438 • FAX: (516) 334-5988 
































August 1966 


^^owever, the effective electrical length 
f the bead for the TEn mode is in¬ 
creased by the reactive loads presented 
to the TEii mode at each end of the 
bead by the air-dielectric line sections, 
which are below cutoff for this mode, 
and the resonant frequency may there¬ 
fore occur at a lower frequency than 
would be predicted by simple theory. 

In a coaxial system, either a single 
bead or a pair of beads that are sepa¬ 
rated by a short section of air-filled line 
can resonate. The TEn-mode resonance 
can then cause an increase in both 
V8WR and insertion loss; if the beads 
are part of connectors, these increases 
can vary in magnitude as the relative 
connector orientation is changed. The 
effect of the resonance is noticeable 
over only a narrow frequency band. 
The TEn mode may l)e initiated by 
^symmetries such as slots or probes, 
s in a slotted line, or by eccentricities 
or irregularities that may occur in tran¬ 
sitions between lines of different si 2 es. 

Calculations of resonant frequency 
can be made on an impedance basis 
through the use of conventional trans¬ 
mission-line equations. Best agreement 
between calculated and measured data 
is obtained, in the particular case 
investigated, when the short undercut 
lengths,t such as I-2 (see Figure I), 
are treated as sections of air-dielectric 


Very sharp higher-order-mode 
resonances can exist in dielectric 
beads in coaxial lines. These reso¬ 
nances can be excited by asym¬ 
metry in the line but are often 
so small in magnitude that they are 
overlooked. Recently a resonance of 
this type v/as observed in Type 
900-BT Connectors at 8.70 GHz, 
its presence was confirmed by a 
thorough experimental investiga¬ 
tion, and its existence was ex¬ 
plained by the analysis described 
in this article. Since the resonance 
causes an increase in both VSWR 
and insertion loss exceeding specifi¬ 
cations, we have lowered the upper 
frequency specification for Type 
900-BT Connectors to 8.5 GHz. 


line. The condition for resonance of a 
single bead (Figure la) is that Zi = Zj, 
where Zj is the conjugate of Zj. The 
input impedance, Zi, to the air-dielec¬ 
tric line is given by 

^ Zl "F Z» tanh yl 
Z.-F Zr. tanh 7/ 

where 

Zo= characteristic impedance of 
air-dielectric line 

Zl= terminating impedance of air- 
dielectric line 

t ThaM uodervuu cornpoftmte for the diacoatinuity 
introdueed by tha abrupt chanfoa in the conductor 
diameters at the l>ead. 




b BEAD PAIR 


Figure. 1. Cross-ieclions of OR900 dielectric support beods. 


11 


lET LABS, INC in the GenRad tradition 

534 Main Street, Westbury, NY 11590 tel: (516)334-5959 • 


www.ietlabs.com 
9-8438 • FAX: (516) 334-5988 









































the 


♦ 


Experimenter 


7 = propagation constant of air- 
filled line 

I = length of air-filled line. 

For TEii mode: 

where 

/c = cutoff frequency for TEu mode 
in air-dielectric line 
Tj = 376.7. 

And 



where Xe = cutoff wavelength for the 
mode in the line. 

In most practical cases, the air-dielec¬ 
tric section of line is long enough so 
that 0.99 < tanh yl ^1.00. Then 

2. = Z. f - = Z.. Thus the 
Zo 4- Zl 

input impedance, Zi, is an inductive 
rcactan(?e Inflow the cutoff frequency of 
the air-dielectric line and is given by 
equation ( 2 ). The characteristic im¬ 
pedance and propagation constant in 
the bead are given by 


Zo = 






for / > /. 


and 7 b 
where 
k = 




2v\/u 


(4) 


(5) 


376.7 



/fl = cutoff frequency for TEu mode 
in dielectric bead* * 
er = dielectric constant of bead. 


If we treat region 1-2 as a section of 
air-dielectric line and let — Zi, the^ 
Zj can be calculated from 

Z* -j- Zo. tanh 7 b 4 

^Z,o. - - - ( 6 ) 

Zo^ Z 2 tanh 7 b h 

where It = length of bead. 

One method of solving for / is to 
assume a value of /, solve for Zo (^Zz) 
in equation ( 2 ), Z^j in equation ( 4 ) 
and 7 * in equation (5), and then find 
Z 3 from equation ( 6 y: At resonant fre¬ 
quency, Zs = Zj*. 

The resonant frequency of the bead 
pair (Figure lb) may be calculated in 
a similar manner. Two resonant fre¬ 
quencies exist, one below and one 
above the resonant frequency of a simi¬ 
lar single Ijead. Determine Zi from 
equations ( 1 ) and ( 2 ), Zs from equa¬ 
tion ( 6 ), and Z 4 from equation ( 1 ), 
using Zj for Zl and calculating 7 from 
equation (3). The short undercut 
gions are again treated as part of tli?" 
air line. At the resonant frequencies, 
Z 4 = Zs*. The two resonant frequen¬ 
cies can be found by successive trials. 

Calculations on this basis were made 
for the GR900 connector. This con¬ 
nector uses a Teflon^ support bead, in 
which the TEn-mode cutoff fre¬ 
quency *'* is 7.03 CfHz. The cutoff 
frequency in the adjacent air-dielectric 
line is 9.49 GHz. The bead is much 
shorter than a half wavelength (which 
might be expected to be the resonant 
length) for the TEu mode, even at 
9 GHz, but the loading effect of the 
reactive impedance of the air-dielectric 
lines for this mode causes the reso- 


t DuPont trnderonrk 

Dimitrioa, “Exact Cutoff Frequencies of Precision 
Coax." .IficrolFaros, June 1905. M 

* N. M^uvits, Handbook, MIT Radiati" 

Laboratory Swics. Vol. 10, McGraw Hill, New Yoiv, 
1951, p 77. 
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nance of a single bead at 8.86 GHz. 
Typically, the vswr increases by O.IO 
at this frequency, and the insertion loss 
by 0.35 dB. A pair of l>eads spaml as 
in a Type 000-BT Connector pair ex¬ 
hibits a resonance at 8.70 (illz, as 
well as one alxjve 9 GHz, Typically, 
the VSWR increases by 0.03 at this 
frequency, and the insertion lo.ss by 
0.25 dB. The bandwidth over which 
either resonance is noticeable is ap¬ 
proximately 60 MHz. The calculated 
resonant frequencies agreed with those 
measured within l%. The higher reso¬ 
nant frequency of the Ix^ad pair was 
not investigated experimentally. 

While such calculations are not com¬ 
pletely rigorous (for example, the ef¬ 
fect of the steps in inner and outer 
conductors are ignored), they do give 
useful results for this and other bead 
sizes. A field analysis was also used to 
predict the resonant fre(|uencies, but 
the results did not agree with the ex¬ 
perimental data as well as those ol>- 
tained fiom the procedure described 
above. 

The resonant frequencies can be 
raised by a decrease in the length of 
the bead. In the GH9(K) connector. 


however, the mechanical stability and 
ruggedness would be impaired if the 
I)ead length were shortened by almost 
1/3, the amount necessary to raise the 
re.sonant fre(|uency of the connector 
pair by 300 MHz. In most applications, 
the resonance of the connector pair 
will go unnoticed. It escaped detection 
in the original development work on 
the connector, even in swept-frequency 
measurements on connector pairs, be¬ 
cause its efTect on vswr was both small 
and dependent upon orientation. 

One should exercise caution when 
working near the upper frequency limit 
of any coaxial system. A sudden, sharp 
increase in vswr or variation in vswr 
as relative connector orientation is 
varied may indicate the presence of a 
TEii-mode resonance. Unusual condi¬ 
tions, such as the presence of non- 
symmetrical devices or of large amounts 
of dielectric close to the connector die¬ 
lectric support, can increase the efTect 
of the resonance on the TEM mode or 
lower the resonant frequency. 

John F. Gilmore 

Note: \ brief biography of John F. Gilmore, 
author of the foregoinK article, ap|H*ared in the 
May l%t» iR.sue of the Experimenter, — Editor 



Onr msn'» nofw* n snottm nun'i rnmn 


If yew wewld like o copy of our recently publiihed Primer of Nonm Ateosvre. 
menf, jw»l drop ui o line. This little booklet discusses with o light touch the 
notwre end meoswrement of acoustic noise. Free. 
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NEW DECADE CAPACITOR- 

WIDE RANGE, HIGH RESOLUTION 


The engineer who has occasion to use 
variable capacitors over a considerable 
frequency range will welcome the new 
Type 1412-BC Decade Capacitor. It 
has four polystyrene^dielectric decades, 
covering a range of 1.111 micro¬ 
farads, as well as a continuously varia¬ 
ble air capacitor, permitting very fine 
capacitance adjustment. In experi¬ 
mental circuits, it can be used not only 
at low frequencies where circuit capac¬ 
itances are large but also, by virtue 
of its air capacitor and low internal 
inductance, at the lower radio fre¬ 
quencies. 

The wide capacitance range and high 
resolution of this decade capacitance 




INNER 

BOX- 


HH 


Jll 




Figure 2. The double shielding used in the Type 
1412>BC Decade Copocifor keeps Chg very smoll. 
This capacitance is the difference between the 
fhree-terminal ond two-terminal capacitance of 
the box; Cuj i* opproximotely 125 pF. 


box make it useful in both laboratory 
and test shop. Owing to its fine adjust¬ 
ability of capacitance, it is a convenient 
variable capacitor to use with the Type 
1605-A Impedance Comparator. 

Construction 

Ceramic-insulated switches, with 
solid-silver-alloy contacts, select paral¬ 
lel combinations of capacitors having 
values in the ratio of 1:2:2:5. The 
capacitors are of extended foil construc¬ 
tion for minimum inductance and low 
series resistance. Polystyrene dielectric 
is u.sed for stability of capacitance, low 
dielectric losses, and high insulation 
resistance. 

The capacitors are housed in a double 
shield, consisting of an inner box and 
the outside case, so that the difference 
between the capacitances for two- 
terminal and three-terminal connec¬ 
tions is very small — only one pico¬ 
farad, the capacitance (C^q) of the 
binding post H to the case. It is partic¬ 
ularly desirable that this capacitance 
be as small as possible when the capac¬ 
itor is used at low capacitance settings 
with the Type lOOo-A Impedance 
Comparator. 
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Flgura 3. 


(B»low) Two>f*rfnlnol 
(groundtd) connection 
uting o Typo 874-09 
Adopfor. 



(A^vo) Throo-for- 
minol connection 
with both thieidt 
connected to the 
cote. 




(Above) Type 274-NK 
Shielded Double Plug 
used for two-terminal 
(fiooting ground) con¬ 
nection on Type 1412- 
BC. (left) Two-terminol 
(grounded) connection 
uting but wire. 


Figure 2 shows the arrangement of 
the shields, and Figure 3 typical meth¬ 
ods of connection to the panel termi¬ 
nals. Hardw^are is supplied for installing 
the assembly in a standard rack, and 



terminals are brought out at the rear for 
convenient connection (Figure 4). 

Readout 

The four decades have clear, easy- 
to-read dials with numbered steps from 
0 to X (X =» 10). The air-capacitor 
dial has ten 10-pF divisions, plus addi¬ 
tional readout to 1 pF per graduation. 
To read the dial, simply add the number 
of graduations (counting from 0) on 
the fixed vernier scale to the correspond¬ 
ing numbered division on the dial. For 
an increase in capacitance, the knob 
turns clockwise and the small gradua¬ 
tions read clockwise. Sample settings 
are illustrated in Figure 5. 





Dissipation Factor 

The dissipation factor of the poly¬ 
styrene dielectric is quite low and rela¬ 
tively constant over the frequency 
range ordinarily encountered in most 
applications. At the extremes of the 
capacitance range, minor increases can 
be expected. 

At the low’er capacitance settings, the 
dissipation factor is increased by losses 
in the switch insulation and other mate¬ 
rials outside the capacitors. The effect 
of these losses increases as the fre¬ 
quency is lowered. 

At higher capacitance settings, the 
dissipation factor is increased by the 
series resistance of the wiring. This 
effect increases with frequency. 

Capacitance 

Capacitance changes with changes in 
frequency are principally a function 
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Robert W. Orr received 
hia B.S. in E.E. from 
Texas A and M in 1928. 
After two years as a 
student engineer at Gen¬ 
eral Electric Company, 
he held en^eering 
and administrative posts 
in the field of capacitor 
enpneering with RCA; 
Erie Resistor Corp; 
AMP, Inc.; and Aero vox 
Corp. He joined GR^s 
Devel(mment Engineer¬ 
ing Department in 1964. He is chairman of 
.\STM Committee D-9 on Electrical Insu¬ 
lating Materials, a member of Committee 
D-27 on Electrical Insulating Liquids and 
Gases, a member of the NllC Conference on 
Electrical Insulation, and a member of IEEE. 


of the dielectric material below 1 kHz 
and a function of the amount of series 
inductance above 1 kHz. Polystyrene 
dielectric ensures negligible variations 
of capacitance below 1 kHz, and ex¬ 
tended foil construction keeps the in¬ 
ductance of the capacitor itaelf low. 

Most of the inductance is in the 
Nviring. When the operating frequency 
(/) is well below the resonant frequency 


(/r), the approximate increase in effec¬ 
tive capacitance (AC) over the zero-fre¬ 
quency capacitance (Co) is given by the 
expression: 



Typical values of the resonant fre¬ 
quency are: 


Decade 

Capacitance 

Resonant Frequency 

Front Terminals 

Rear Terminals 

l.ni15/iF 

430 kHz 

310 kHz 

1.0 mF 

440 kHz 

320 kHz 

0.1 ti? 

1.25 MHz 

1.2 MHz 

0.01 /iF 

3.5 MHz 

4.3 MHz 

1050 pF 

10 MHz 

17 MHz 

150 pF 

27 MHz 

70 MHz 


At frequencies up to 30 kHz, the 
effective capacitance at any setting 
will be less than 1% higher than the 
value of capacitance at 1 kHz. At most 
settings, the error will be much smaller. 

— R. W. Orr 



SPECIFICATIONS 


Capacitonce: 50 pF to 1.11115 mF in Steps of 
100 pF with u 0- to 100-pF variable air capaci¬ 
tor providing continuous adjustment with 
1-pF divisions. Capacitance for 2- and 3- 
terminal connections differs by about I pF. 
Dielectric: Polystyrene for decade steps. 
Accuracy: db(i.0^/f -|- 5 pF) at 1 kHz. 
Temperature Coefficient: -110 ppm '’C (nominal). 

Frequency Character ittict: <1.001. At 

t UH* 

higher frequencies the increase is appro.xi- 
mately SC/C - (jlU^' table above for 
typical values of /r. 

Maximum Operating Temperature: 65°C. 

Dielectric Abtorption (Voltage Recovery): 0.1% 
maximum. 


Dlttipotion Factor: 150 tO 1000 pF, 0,001 
max, at 1 kHz; over 1000 pF, 0.(X)02, max, at 
IkHz. 

Insulation Resistance: 10“ ohms, minimum, 
at 500 V, dc. 

Maximum Voltage: 500 V peak Up to 35 kHz. 
Terminals: Four Type 9:38 Binding Posts with 
grounding link are provided on the panel. 
Two of the binding posts are connect^ to 
the case and located for convenient use with 
patch cords in 3-terminal applications. Access 
IS also provided to rear terminals for relay-rack 
applications. 

Dimensions: Width 175^^1 height 3}^, depth 
6 inches (440, 89, 155 mm), over-all. 

Net Weight: 84 lb (3.9 kg). 

Shipping Weight: 10 lb (4.6 kg). 


Catalog 

Number 

Description 

1412.9410 

Type 1412-BC Decade Capacitor 
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To supplement the highly stable 
Type I404-A (1000 pF) and Type 
1404-B (100 pF) Reference Standard 
Capacitors*, we now have available a 
10-pF model, the Type 1404-C. 

Standard capacitors in the 1404 series 
are highly stable units, hermetically 
scaled in an inert gas, and closely 
djustcd to their nominal values. 

All critical parts of the plate assembly 
are made of Inv^ar for stability and low 
temperature coefficient. After heat cy¬ 
cling and adjustment, the assembly is 
mounted in a heavy brass container, 


A lO-pF 

REFERENCE STANDARD CAPACITOR 


which, after evacuation, is filled with 
dr>' nitrogen under a pressure slightly 
above atmospheric and sealed. The con¬ 
tainer is mounted on an aluminum 
panel and protected by an outer alumi¬ 
num case. Each capacitor is subjected 
to a series of temperature cycles to 
determine hysteresis and temperature 
coefficients and to stabilize the capac¬ 
itance. 

Two locking GR874 coaxial connec¬ 
tors are used as terminals. The outer 
shell of one is connected to the case, 
but the outer shell of the other is left 
unconnected to permit the capacitor 
to be used with an external resistor as a 
dissipation-factor standard. 

* John F. Henh. *'A Highly Suible Reference Standard 
Capacitor,** Otneml Radio SiporiwuHter, Axjcuat 1003. 


SPECIFICATIONS 


Coiibratlen: A certificate of calibration is sup¬ 
plied with each capacitor, giving the measure 
direct capacitance at 1 kllx and at ± IX. 
The measured value is obtained by a com¬ 
parison to a precision better than d:l ppm 
with working standards whose absolute values 
are known to an accuracy of ±20 ppm, deter¬ 
mined and maintained in terms of reference 
standards periodically measured by the Na¬ 
tional Bureau of Standards. 

Ad|wttm«nt Accuracy t The capacitance is ad¬ 
justed before calibration with an accuracy of 
±5 ppm to a capacitance about 5 ppm above 
the nominal value relative to the capacitance 
unit maintained by the General Radio reference 
standards. 

Stobllifyt Long-term drift is less than 20 parts 
per million per year. Maximum change with 
orientation is 10 ppm and is completely 
Teversible. 

T•mptroture Coafficitnt of Capacifonce: 2 ± 2 
ppm/*C for Types M04-A and -B, 5 d: 2 
ppm/*C for Type 1404-C, from —20°C to 


Equivolent circuit showing 
diroct copocitonco, ond 
overage voluet of residual 
inductonce, L and terminal 
copocitonces, C. ond Q. 
Ctf « 1000 pF for Type 
1404-A, 100 pF for Type 
1404-B, and 10 pF for Type 
1404-C. 



•4-05*0. .\ measured value with an accuracy of 
± 1 ppm / *C is given on the certificate. 
Temperature Cycling: For temperature cycling 
over range from — 20®C to -f 65*C, hysteresis 
(retraceable) is less than 20 ppm at 23®C. 
Oissipotion Factor: I^css than 10~^ at 1 kHz. 
Residual Impedances: See equivalent circuit for 
typical values of internal series inductances and 
terminal capacitances. 
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Maximum Voltog*: 750 V. 

Terminoit: Two locking GR87I coaxial con¬ 
nectors; easily convertible to other types of 
connectors by attachment of locking adaptors. 
Outer shell of one connector is ungrounded to 
permit capacitor to be used with external 
resistor as a dissipation-factor standard. 


Catalog 

Number 

Description 

1404-9701 

1404-9702 

1404-9703 

Type 1404-A Reference Standard Capacitor, 1000 pF 
Type 1404-B Reference Standard Copacitor, 100 pF 
Type 1404-C Reference Standard Capacitor, 10 pF 


U.8. Patent Number 2,548,457. 


Accettoriat Rsqulrad: For connection to Type 
1615-A Capacitance Bridge, 2 Type 874-R20A^^ 
or Type 871-R22L.\ Patch Cords. 

Dimensions: Width 6*:^, height depth 8 in 
(175, 170, 205 mm), over-all. 

Net Weight: 8^2 lb (3.9 kg). 

Shipping Weight: 14 lb (6.5 kg). 


INCREASED FREQUENCY RESOLUTION FOR WAVE- 
ANALYZER RECORDINGS OF VIBRATION, ACOUSTIC, 
AND ELECTRICAL SIGNALS 


The Type 1900-A Wave Analyzer* is 
widely used for low-frequency spectrum 
analysis, because it has three band- 
widths, 3, 10, and 50 Hz, and an 80-dB 
dynamic range for recording. The 3-Hz 
bandwidth is particularly popular, be¬ 
cause of its excellent resolution. In 
order to take full advantage of that 
resolution, we are now making available 
a link unit that will permit recording 
with an expanded frequency scale on 
the Type 1521-B Graphic Level Re¬ 
corder. This Type 1900-P3 Link Unit 
is shown in Figure 1 installed on the 
wave analyzer and recorder. 

With this new link unit the fre¬ 
quency scale of a recording is spread 
out to 2 inches for 100 Hz, so that a 
frequency difference of 1 Hz can be 
noticed. An additional frequency scale 
of 2 inches for 1000 Hz, identical with 
that of the Type 1900-Pl Link Unit, 
is also provided. A neutral position 
simplifies the setting of the frequency 
control to the desired starting point. 


> A. Petereon, "New Wave Analyzer lias 3 Bandwidth*. 
80>dB Dynamic Range," Oenerai Radio Rxperimemler, 
April. 1004. 



Figure 1. Type 1900-P3 Link Unit insfolled on the 
wove analyzer and graphic level recorder. 


The same chart paper, Type 1521-9464, 
is used for both speeds. 

The recording reproduced in Figure 2 
show's evidence of the smoothness of the 
frequency-control drive wdth this link 
unit. The components displayed are 
spaced 10 Hz apart in the vicinity of 
50,(XK) Hz, and the absence of significanlH^ 
jitter in this expanded display demon- 
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^ strates that the new drive can be used 
to advantage over the full frequency 
range of the wave analyzer. Of course, 
the applied signal must also be suffi¬ 
ciently stable that the 3-Hz bandwidth 
can be used. For the pulse signal 
analyzed in Figure 2, the pulse repeti¬ 
tion frequency of a Type I217-C Unit 
Pulse Generator was controlled at lO 
Hz by a highly stable, crystal-con- 
trolled, time-mark generator so that 
the harmonics up to and l)eyond the 
5000th would not show any apprecia¬ 
ble jitter. 

The resolution of the 3-Hz band¬ 
width and the convenient display of 
the analyzed spectrum on the recorder 
make the system well suited to the 
analysis of certain types of electrical, 
acoustic, and vibration signals, in¬ 
cluding for example, the acoustic noise 
and vibration produced by such rotat¬ 
ing machinery as gear trains, electrical 
motors, and turbines. 


.\mold P. G. Peterson 
received hia B. Eng de¬ 
gree from the University 
of Toledo in 1934 and hia 
8.M. and Sc.D. degrees 
from M.I.T. in 1937 and 
1941, respectively. He 
waa a reaearch assistant 
at M.I.T, from 1936 to 
1940. He came to Gen¬ 
eral Iladio in 1940 as a 
Development Enrineer 
and became Group 
Leader of the .\udio 
Group in 1947. He ia a Fellow of IEEE and 
of the Acoustical Society of America, of 
which he was V^ce President in 1958-59. 
He ia a member of A.\.\S, .\.\1^, and AGU, 
and of several standards committees in the 
general field of acoustics. 


Figures 3, 4, and 5 illustrate the 
detail that can now be obtained in a 
practical ca.se. These recordings are 
analyses of the vibration of the paper- 
drive frame of the Type 1520-A 
Sampling Recorder. A scan of the 
frequency range of the analyzer in the 
normal drive position shows (Figure 3) 






Figur* 2. SecHon of a froquoncy tpoctrum 
in tho vieinify of 50,000 Hs of o 30-pt 
pwlio ropootod ovory 0.1 s. Tho oxpondod 
froquoncy tcolo ic uiod to show tho In¬ 
dividual componont* ovory 10 Hi. 


Figuro 3. Anolyiit of tho vibroHon of o 
fromo holding o goor-bolf drivo. Tho 
froquoncy tcolo it tufficionlly com- 
prottod to show tho gonorol choroctor 
of tho tpoctrum. 




lU 


> 
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Figure 4. Analysis of the some 
vibration signal of Figure 3, 
but with the expanded fre¬ 
quency scale. 


Figure 5. The expanded frequency scole 
is used here to show the components in 
the vicinity of 1350 Hx. 


that the significant components of 
vibration are at 120 Hz, and in the 
vicinity of 450 Hz, 900 Hz, and 1350 Hz. 

A detailed recording in the vicinity 
of 450 Hz with the expanded scale 
(Figure 4) shows that the belt-gear- 
drive tooth-contact rate of 450 impacts 
per second determines the frequency of 
the dominant component, and the gear 
belt with its speed of 5 r/s introduces a 
host of components spaced about the 
main component by multiples of 5 Hz. 
The torque pulsations from the 1800- 
rpm sjmchronous motor and the 120-Hz 
magnetically driven vibration in the 
motor also influence the spectrum. 

The large number of components is 
a result of complex interactions of the 
various impacts and forces.* The 3-Hz 
bandwidth and the expanded scale 
make it possible to display these many 


Catalog Number\ 

1 Description 

1900-9603 1 

1 Type 1900-P3 Link Unit 


components and to determine their 
actual frequencies. 

A significant amount of random mo¬ 
tion in the mechanism being measured 
obscures some of the weaker com¬ 
ponents. This effect is even more im¬ 
portant at higher frequencies. As shown 
in Figure 5. a few components in the 
immediate vicinity of 1350 Hz are 
displayed clearly, but the existence of 
many others is obviously probable by 
reason of the spacing of fluctuating 
peaks at 5-Hz intervals. 

This new accessory makes the record¬ 
ing wave analyzer an even more ver¬ 
satile tool than before for the analysis of 
stable, complex .signals. 

— .\rnold Peterson 

• L. 8. Wirt. **An Amplitudis Modulation Theory for 
Gear-Induced V'lbrations." Chapter 17 of .VeaaHrement 
Engineering by P. K. Stein, Tempe, Arijeona. IW2. 

Net li t I Skip Wt I Price in USA 
1 ib (0.5 teg) I 4 lb 0.9 kg) I $55.00 
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LOCATING SUBMARINE CABLES 


Crossing San Francisco Bay are a 
great many submarine cables, which 
the Pacific Telephone and Telegraph 
Company uses for telephone services. 
An important factor in the mainte¬ 
nance of these cables is the ability to 
locate them accurately, not only in 
case of cable failure but also when con¬ 
tractors or government agencies are 
working in the area. 

Some years ago, the Bay Area Chief 
Engineer’s Department of Pacific Tele¬ 
phone developed a magnetic-induction 
system to locate submarine cables. A 
high-current oscillator sends an audio¬ 
frequency tone into one end of the 
cable i\ith ground return. Receiving 
equipment is installed in a motor 
launch. The field produced by the 
cable current induces a voltage in a 
coil, which is amplified to operate a 
meter and a loudspeaker. 

Recently a new receiver and trans¬ 
mitter were assembled to replace older 
and less reliable equipment. It was de¬ 
sirable to increase the range, which 
formerly was about 50 feet, and to 
package the receiver into one small 
transistorized unit. The new system is 
shown in Figures 1 and 2. 

There are several problems associ¬ 
ated \Wth putting a tone on working 
telephone cables at the necessarj' high 



FIgurt 1. A tignol It applied lo the cable at 
thown, generating a magnetic field, which It 
detected by a probe and receiving equipment In 
the lounch. 


level and then in detecting it from a 
distance: 

1. Crosstalk enters working pairs of 
the cable. 

2. Harmonics interfere with carrier 
systems in the cable. 

3. The receiving equipment picks 
up GQ-Hz fields. 

4. Harmonics of 60 Hz interfere 
with the received signal. 

5. The sensitive receiver picks up 
noise from working circuits in cables. 

0. Cable capacity shunts the trans¬ 
mitted tone to ground. 

Tests have showed that a frequency 



Figur* 2. Elemenfory tchamaNc of tha 
rtceiving oquipmant. 
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of 150 liz produces the best results. 
If the transmitted power is reasonably 
free of distortion and the receiver 
sharply tuned to 150 Hz, the above 
problems are, for all practical pur¬ 
poses, overcome. 

The 150-Hz transmitter must supply 
a considerable amount of power in 
order to produce a magnetic field 
strong enough to be detected at some 
distance. The General Radio Type 
1308-A Audio Oscillator and Power 
Amplifier proved to be ideal for this 
application. It is capable of 200 watts 
output and has meters to monitor the 
output voltage and current. 

Figure I shows how the signal is 
applied to the cable. Several conduc¬ 
tors of the cable are connected to¬ 
gether at both ends, and the conduc¬ 
tors are grounded at the far end. Maxi¬ 
mum resistance is about 700 ohms. 
The 150-IIz power is applied between 
the multipled conductors and ground, 
and the output current is adjusted to 
be between 0.5 to 1.5 amperes. 

To ensure that the received signal 
is the one of interest and does not 
come from a power cable or some other 





Figure 3. To produce a warble tone, a motor- 
driven capacitor is connected to the oscillator* 
tuned circuit. 


NOTE 

This interesting description of the use of 
electronic instruments to solve an important 
communications-system problem is published 
through the courtesy of the Pacific Telephone 
and Telegraph Company. Those interested in 
further details of the apparatus are referred to 
an article by L. \V. Gunn and H. £. Bomar, 
entitled "Submarine Cable Detection/’ pub¬ 
lished in the December 1965 issue of Electrical 
Construction and Maintenance. 


source, a distinctive tone is produced. 

A small variable capacitor connected 
to the oscillator circuit is driven by 
a 120-rpm clock-type synchronous mo¬ 
tor to shift the frequency ±2 Hz (see 
Figure 3). 

The detecting probe consists of a 5- 
henry winding on a laminated iron 
core, tuned to 150 Hz with a shunt 
0.22 -mF capacitor. It is mounted verti-<i^ 
cally near the bow and below the deck 
of the launch. The probe connects to 
the input of a General Radio Type 
1232-A Tuned AmpUfier and Null De¬ 
tector, tuned to 150 Hz. The output 
drives a transistorized powder amplifier 
and speaker (see Figure 2). 

When driven at 150 Hz, a trumpet- 
type speaker was found to produce a 
marked third-harmonic output, w^hich 
is easy to hear. As the launch ap¬ 
proaches the cable, the operator hears 
the tone on the speaker and sees the 
relative level on the meter. The tone 
becomes louder until the probe is 
directly over the cable, at w’hich time 
a null is produced. The meter is used 
to locate the exact spot. The tone is 
heard again as the probe moves past 
the cable. 

To locate a cable break, the tone is^^ 
follow'ed until it disappears. The sea 
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^water grounds the severed end of the 
'able to complete the circuit. 

With 0.5 ampere of transmitter cur¬ 
rent and the cable in 80 to 100 feet of 
water, the receiver gives an excellent 
indication about KK) feet away from 
the cable. If additional conductors of 
the cable are available, they can be 


multipled to reduce the resistance. To 
increase the range, the current can be 
increased and still not exceed the 200 
watts output. During tests with 1.5 
amperes of transmitter current, the 
launch received a .signal, somewhat 
weak, but u.sable, in over 200 feet of 
water. 



, ** I i Grumman Aircraft Enginterino Coroo^inn, 

Lunar Excursion Module BttHpao*, l. i., s'txv York, 


Shown here are 12 of 14 boys in the thermal-test 
console designed by Grumman Aircraft Engineering 
Corporation to check out a Lunar Excursion Module 
mock-up under simulated thermal conditions of outer 
space. Each of the 252 motor-driven Voriac^ auto¬ 
transformers accurately controls the voltage applied 
to o resistive heating element affixed to the skin 
of the LEM mock-up. A single pushbutton energizes 
the motors of ail 252 Variac transformers, and their 
output voltages all rise simultaneously from zero 
to preset voltages established by the needle positions 
of ammeters in conjunction with optical meter relays. 
If further fine adjustment of any particular Variac is 


required, it is done manually with the front-panel 
knob. 

Voriac autotransformers were selected for this 
installation for several important reasons. First, their 
proven reliability, simple design, and 1000%-overload 
capability guarantee dependable operation and 
minimum maintenance. Second, a Variac does rsot 
destroy waveform purity by chopping or reshaping; 
if the input voltage is a sine wave, the output voltage 
is a sine wave. Consequently, no RFI is produced. 
Third, motor-driven Variac autatransformers can be 
programmed, which eliminates the need for manual 
adjustment of the initial voltage opplied to each 
heating element. 
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Thh Sound Calibration Console was supplied to the Calibration and Metrology Division, Newark Air Force 
Station, Newark, Ohio, for use os a laboratory standard of ocousticol calibrations for the U. S. Air Force. Among 
the measurement capabilities of the console are the following: 


Microphone CaiibroHon— Rrciprocity Method 
Microphone ColibraHon— ('oniparison Method 
Directionol ColibraHon of Microphones 
Frequency Response of Microphones 
Frequency Analysis— .Vorroir Band 
Frequency Anolysis— Band 
Frequency AnolysIt— Or/arr Band 


Characteristics of Anechoic Rooms and Chambers 
Reverberation Meosurements— Bands of Noise 
Reverberation Meosurements— Warble Tones 
Frequency Response of Amplifiers 
Frequency Response of Tope Recorders 
Tope Recording of Signols 

Measurement and Analysis of Tape-Recorded 
Signals 


P Inquiriet ore tevHed for ocoustic-meosuremenf systems. 
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